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(2) Each day of use (unless otherwise 

specified in this subpart), test staining 

materials for intended reactivity to en-

sure predictable staining characteris-

tics. Control materials for both posi-

tive and negative reactivity must be 

included, as appropriate. 

(3) Check fluorescent and 

immunohistochemical stains for posi-

tive and negative reactivity each time 

of use. 

(4) Before, or concurrent with the ini-

tial use— 

(i) Check each batch of media for ste-

rility if sterility is required for testing; 

(ii) Check each batch of media for its 

ability to support growth and, as ap-

propriate, select or inhibit specific or-

ganisms or produce a biochemical re-

sponse; and 

(iii) Document the physical charac-

teristics of the media when com-

promised and report any deterioration 

in the media to the manufacturer. 

(5) Follow the manufacturer’s speci-

fications for using reagents, media, and 

supplies and be responsible for results. 

(f) Results of control materials must 

meet the laboratory’s and, as applica-

ble, the manufacturer’s test system 

criteria for acceptability before report-

ing patient test results. 

(g) The laboratory must document all 

control procedures performed. 

(h) If control materials are not avail-

able, the laboratory must have an al-

ternative mechanism to detect imme-

diate errors and monitor test system 

performance over time. The perform-

ance of alternative control procedures 

must be documented. 

[68 FR 3703, Jan. 24, 2003; 68 FR 50724, Aug. 22, 

2003]

§ 493.1261 Standard: Bacteriology. 
(a) The laboratory must check the 

following for positive and negative re-

activity using control organisms: 

(1) Each day of use for beta- 

lactamase methods other than 

CefinaseTM.

(2) Each week of use for Gram stains. 

(3) When each batch (prepared in- 

house), lot number (commercially pre-

pared), and shipment of antisera is pre-

pared or opened, and once every 6 

months thereafter. 

(b) For antimicrobial susceptibility 

tests, the laboratory must check each 

batch of media and each lot number 

and shipment of antimicrobial agent(s) 

before, or concurrent with, initial use, 

using approved control organisms. 

(1) Each day tests are performed, the 

laboratory must use the appropriate 

control organism(s) to check the proce-

dure.

(2) The laboratory’s zone sizes or 

minimum inhibitory concentration for 

control organisms must be within es-

tablished limits before reporting pa-

tient results. 

(c) The laboratory must document all 

control procedures performed, as speci-

fied in this section. 

§ 493.1262 Standard: Mycobacteriology. 
(a) Each day of use, the laboratory 

must check all reagents or test proce-

dures used for mycobacteria identifica-

tion with at least one acid-fast orga-

nism that produces a positive reaction 

and an acid-fast organism that pro-

duces a negative reaction. 

(b) For antimycobacterial suscepti-

bility tests, the laboratory must check 

each batch of media and each lot num-

ber and shipment of antimycobacterial 

agent(s) before, or concurrent with, ini-

tial use, using an appropriate control 

organism(s).

(1) The laboratory must establish 

limits for acceptable control results. 

(2) Each week tests are performed, 

the laboratory must use the appro-

priate control organism(s) to check the 

procedure.

(3) The results for the control orga-

nism(s) must be within established lim-

its before reporting patient results. 

(c) The laboratory must document all 

control procedures performed, as speci-

fied in this section. 

§ 493.1263 Standard: Mycology. 
(a) The laboratory must check each 

batch (prepared in-house), lot number 

(commercially prepared), and shipment 

of lactophenol cotton blue when pre-

pared or opened for intended reactivity 

with a control organism(s). 

(b) For antifungal susceptibility 

tests, the laboratory must check each 

batch of media and each lot number 

and shipment of antifungal agent(s) be-

fore, or concurrent with, initial use, 

using an appropriate control orga-

nism(s).
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